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Management of the Retained Percutaneous
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ABSTRACT

Percutaneous nephrolithotomy is a widely accepted treat-
ment for urinary calculi, but it is not without complica-
tions. We present the case of a 76-year-old male with a
retained council tip catheter after percutaneous nephro-
lithotomy. Fluoroscopic guidance was used to perform
percutaneous puncture of the catheter balloon, and the
catheter was removed without complication. Advantages
of various nephrostomy tube designs and additional mea-
sures to prevent this type of complication are discussed.

Key Words: Urinary catheterization, Percutaneous, Ne-
phrostomy.

Department of Urologic Surgery, VAHCS Minneapolis and the University of Min-
nesota, Minneapolis, Minnesota (all authors).

Address reprint requests to: Manoj Monga, MD, Department of Urologic Surgery,
University of Minnesota, Mayo 394, 420 Delaware St. SE, Minneapolis, MN 55455-
0392, USA. Telephone: 612 625 0662, Fax: 612 624 4430.

© 20006 by JSLS, Journal of the Society of Laparoendoscopic Surgeons. Published by
the Society of Laparoendoscopic Surgeons, Inc.

INTRODUCTION

Percutaneous nephrolithotomy (PCNL) is a widely ac-
cepted treatment for urinary calculi >2 cm or resistant to
other modalities. Complications of this procedure are well
reported; however, to our knowledge no mention has
occurred in the literature of a retained nephrostomy tube
after PCNL. Thus, we will present the management of a
retained council tip catheter after PCNL.

CASE REPORT

A 76-year-old gentleman underwent a PCNL for a
2.2x1.4-cm lower pole calculus via an uneventful upper
pole puncture. Incomplete stone fragmentation was ob-
tained using the ultrasonic lithotripter; therefore, a 24-
French council tip nephrostomy tube was placed, the
balloon was inflated with 3 mL of sterile water, and the
patient was scheduled for a second look nephroscopy
when a holmium laser was available.

One week later at the second look nephroscopy, attempts to
deflate the catheter balloon were unsuccessful. After transec-
tion of the balloon port valve, attempted passage of a 0.038
movable core Bentson guidewire down the balloon port was
unsuccessful. An antegrade nephrostogram outlined the
catheter balloon within the renal pelvis (Figure 1). With the
C-arm in a vertical orientation, an 18-gauge Chiba needle
(Cook, Bloomington IN) was advanced through a puncture
site directly over the balloon under fluoroscopic guidance.
Angulation of the C-arm was used to determine the depth of
advancement. The balloon was successfully punctured by
the Chiba needle with clear efflux through the needle. Flu-
oroscopy confirmed complete deflation of the balloon (Fig-
ure 2A). Contrast was then instilled through the Chiba nee-
dle to evaluate the integrity of the balloon and exclude the
possibility of retained balloon fragments from a ruptured
balloon (Figure 2B). Flexible nephroscopy was performed
to evaluate for balloon fragments, which were not identified,
and to remove the lower pole stone. Tubeless PCN was then
completed.

DISCUSSION

A retained urethral catheter due to balloon malfunction is
a well-recognized urologic complication. Many solutions

126 JSLS (2006)10:126-128



to this problem have been attempted, including overinfla-
tion until rupture, puncture of the balloon via a wire
through the balloon port, and puncture of the balloon
under ultrasound guidance via a suprapubic or transvag-
inal route.! Given this infrequent but known complication
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Figure 1. Inflated catheter balloon (white arrow) seen as filling
defect within renal pelvis.
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of balloon-type cystostomy catheters, it is not surprising
that a similar complication occurred in our patient. Our
familiarity with the use of the Chiba needle and 3-dimen-
sional fluoroscopy for percutaneous renal access facili-
tated percutaneous puncture of the catheter balloon. If
equipment or experience limits the urologist’s ability to
perform this technique, collaboration with an interven-
tional radiologist using conventional C-arm or ultrasound
for guidance should be considered.

Prevention of a retained catheter due to a balloon-port mal-
function requires use of sterile water instead of saline and
limiting the time of catheter placement. A nonballoon type
nephrostomy tube would be another option. Malecot tubes
have been utilized for nephrostomy drainage, but these
tubes are not without difficulties. Tissue bridge formation
over flanges of the tube has occurred, requiring endoscopic
removal.23 Tubeless PCNL would avoid these issues entirely;
however, the tubeless technique is contraindicated in the
face of significant postoperative bleeding, urinary ex-
travasation, ureteral obstruction, or anticipated need for
a second-look nephroscopy. Pigtail catheters following
PCNL may represent a good alternative for drainage and
access, while minimizing the risk of catheter malfunc-
tion or retention.
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Figure 2. (A) Chiba needle (white arrow) has punctured and drained the catheter balloon. (B) Contrast injected via Chiba needle has

filled the catheter balloon (dark arrow) and confirmed its integrity.
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